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720A/AN
Kelvin-Varley Voltage Divider

Addendum
Reproduction and distribution of this technical manual is authorized for Government 
Purposes.

Introduction
Note

For Product usage information, see the 720A Instruction Manual that came with the 
Product or find the manual online at www.flukecal.com.

The Fluke Calibration 720A and 720A/AN Kelvin-Varley Voltage Dividers (the Product) are the 
same product with the exception of the nameplate decal:
 720A Nameplate Decal part number: 201228
 720A/AN Nameplate Decal part number: 5310033
All other items that make up the Product are the same.

Safety Information
A Warning identifies hazardous conditions and procedures that are dangerous to the user. 

XW Warning
To prevent possible electrical shock, fire, or personal injury:
 Read all safety information before you use the Product.
 Do not alter the Product and use only as specified, or the protection supplied by 

the Product can be compromised.
 Carefully read all instructions.
 Do not use the Product if it operates incorrectly.
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 Use this Product indoors only.
 For operation above 60 V dc, make sure that one of the four ground terminals of 

the Product is connected to earth ground before use.
 Use only cables with correct voltage ratings.
 Do not use test leads if they are damaged. Examine the test leads for damaged 

insulation.
 Do not apply more than the rated voltage, between the terminals or between each 

terminal and earth ground.
 Do not touch voltages >30 V ac rms, 42 V ac peak, or 60 V dc.
 Use the correct terminals, function, and range for measurements.
 Do not operate the Product with covers removed or the case open. Hazardous 

voltage exposure is possible.
 Use only specified replacement parts.
 Have an approved technician repair the Product.

Symbols
The Table 1 lists the symbols that can be used on the Product or in this document.

Table 1. Symbols
Symbol Description

W WARNING - RISK OF DANGER. Consult user documentation.
X WARNING. HAZARDOUS VOLTAGE. Risk of electric shock.
J Earth

~

This product complies with the WEEE Directive and its marking requirements. 
The affixed label indicates that you must not discard this electrical/electronic 
product in domestic household waste. Do not dispose of this product as 
unsorted municipal waste. For information about take-back and recycling 
programs available in your country, see the Fluke website. 
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